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Summary: Haemoglobin interference in the determination of bilirubin was compared in 7 different methods
using the Jendrassik-Grofprocedure, the Jendrassik-Grof-Nosslin rhodification, and the more recent proce-
dures using nitrophenyldiazonium, 2,5-dichlorophenyIdiazonium, 2,4-dichloraniline, and a direct reading
method. To a variable degree, haemoglobin decreased the apparent absorption of the reaction product in
all procedures. The extent of this decrease depended on the reagent used, the wavelength, incubation time,
bilirubin concentratiori and the type of blank used. In an attempt to elucidate the mechanism of interference,
haemoglobin was found to destroy the bilirubin diazo-compound whereas haemiglobin was ineffective.
Likewise, storage of haemolytic samples for several days led to a disappearance of haemoglobin. H2O2, which
had no effect in the absence of haemoglobin, potentiated the action of haemoglobin on diazobilirubin
coupling.
From our observations it can be concluded that haemoglobin disturbs the diazo-bilirubin reaction by a dual
mechanism. H2Ü2, formed from oxyhaemoglobin by autoxidation, destroys the diazo bilirubin colour. In
accordance with this explanation, potassium iodide stabilized the diazo compound against the peroxidative
effect of oxyhaemoglobin; stabilization was not effective with Superoxide dismutase, mannitol or ascorbate.

Studien zur Störung der Bilirubinbestimmung durch Hämoglobin
Zusammenfassung: Die Störung der Bilirubinbestimmung durch Hämoglobin wurde durch Vergleich 7 ver-
schiedener Verfahren untersucht. Diese umfassen die Jendrassik-Grof-Methode, die Modifikation nach Jen-
drassik-Grof-Nosslin sowie die neueren Verfahren mit Nitrophenyldiazonium, 2,5-Dichlorophenyldiazo-
nium, 2,4-Dichloroanilin, sowie eine direkt-photometrische Methode. Hämoglobin verminderte die Ab-
sorption des Reaktionsprodukts bei allen Verfahren, jedoch in verschiedenem Maße. Das Ausmaß der
Störung hängt nicht nur vom Reagenz ab, sondern auch von der verwendeten Wellenlänge, der Inkubations-
zeit, der Bilirubinkonzentration und der Art der Leerwertbildung.

Beim Versuch, den Mechanismus der Störung zu erhellen, fanden wir, daß Hämoglobin den Diazobilirubin-
komplex zerstörte. Hämiglobin hatte dagegen keinen Einfluß. Ebenso blieb die Störung aus, wenn man
hämolytische Proben über Tage lagerte. H2O2, das in Abwesenheit von Hämoglobin keinen Effekt auf die
Diazoreaktion hatte, potenzierte die Wirkung des Hämoglobins auf die Diazobilirubinkopplungsreaktion.
Aus den Ergebnissen kann geschlossen werden, daß Hämoglobin auf zweifache Weise die Diazobilirubin-
reaktion stört: Aus Oxyhämoglobin gebildetes H2O2 und die peroxidative Wirkung zerstören offensichtlich
den Diazobilirubinkomplex. Im Einklang mit dieser Vorstellung zeigte Kaliumiodid, nicht aber Superoxiddis-
mutase, Mannit oder Ascorbat eine stabilisierende Wirkung auf den Diazokomplex gegen die peroxidative
Wirkung des Oxyhämoglobins.
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Introduction

Nearly seventy years ago, Hijmans van den Bergh (1)
introduced the diazo coupling method for bilirubin
determination. Twenty-five years later, Malloy &
Evelyn (2) and Jendrassik & Grof(3) published their
modifications which are still in use todäy. As early äs
1939, Engel (4) tried to solve the problems of inter-
ference by haemoglobin when bilirubin was mea-
sured in haemolytic sera. Assuming that bilirubin
was destroyed by oxidation by oxyhaemoglobin, he
proposed the conversion of haemoglobin to CO-hae-
moglobin to prevent destruction of bilirubin. Since
then, several mechanisms of action of haemoglobin
have been proposed (tab. 1), including interference
of haemoglobin with the diazo reaction, inapprop-
iate blank formation and peroxidation of bilirubin by
haemoglobin. In addition, the introduction of the
single reagent method using the preformed diazo com-
pounds seemed to give an even higher degree of in-
terference leading to intolerable results even at hae-
moglobin concentrations invisible to the naked eye
(11). Therefore we reinvestigated this problem in
more detail in a comparative study, applying most of
the presently used modifications.

Materials and Methods
P r e p a r a t i o n of samples
Nonhaemolytic sera (Hb below 0.2 g/l) with different total bili-
rubin concentrations were pooled and stored in the dark at +4 °C.
Haemoglobin solution was freshly prepared from washed erythro-
cytes by haemolysis in distilled water, and diluted to a concentra-
tion of 10 g/l. From this solution different dilutions were prepared
with pool sera to give final haemoglobin concentrations of 0.25 to
5 g/l. Haemoglobin concentration was determined by the method
of Van Kämpen & Zijlstra (12)).

B i l i r u b i n d e t e r m i n a t i o n
Total (conjugated and unconjugated) bilirubin was measured by
seven different procedures listed in table 2, according to the in-
structions of the suppliers. Table 2 summarizes reagents, wave-
lengths and photometers used. Most of these procedures were one
reagent methods. except the Jendrassik-Grof modifications (3).

Tab. 2. Bilirubin assays studied

Tab. l. Proposed mechanisms of interaction.

1. Oxidation of bilirubin by peroxidative action of haemoglobin
(Engel (4), Shull et al. (5))

2. Haemoglobin interfers with the diazo reaction (Npvros
et al. (6))

3. Blank value too high in the presence of ha^moglobin (7, 8, 9)
4. Fading of diazo-bilirubin colour caused by haemoglobin (10)

Other reagents
All basic chemicals were of analytical grade from Merck, Darm-
stadt. Superoxide dismutase was supplied by Boehringer Mann-
heim, Germany; bilirubin-Versatol (Goedecke, Freiburg, Ger-·
many) was used äs control material.

Results

In preliminary observations we found that the de-
gree of interference by haemoglobin in the diazo de-
termination of bilirubin was dependeiit ön the rnodi-
fication used (11). This can be seen from figure l,
where 7 different procedures presently available are
compared. When increasing amounts of haemoglob-
in were ädded to sera containing 71 ± 18 /
(mean ± SD of 8 sera) biÜrubin, the percentage de-
viation was largely dependent on the method used.
The smallest interference was observed with the Jen-
drassik-Grofprocedures and with direct photometry
used in neonatal sera. With these methods interfer-
ence did not exceed 20%, even at high haemoglobin
concentrations. The single reagent methods, howev-
er, using preformed diazonium salts, gave much
higher deviations. Interestingiy; this was not the
case with the dual wavelength procedure, which üses
650 nm äs the reference wavelength instead of a
blank sample. We therefore compared the 2,5-di-
chlorophenyldiazonium method with a one-wave-
length and a two-wavelength procedure (method 5 a
and b). As can be seen, haemoglobin interference
was much less with the dual wavelength method

Method

1. Jendrassik-Grof (+ Fehling) (3)

2. Jendrassik-Grof, Nosslin (3)

3. Nitrophenyldiazonium(13)
4. Direct reading method (14)

5. 2,5-Dichlorophenyldiazonium, detergent (15)

6. 2,4-Dichloraniline(16)
7. 2,5-Dichlorophenyldiazonium (17)

Reagent from

Merck
Goedecke
Duporit,T*BU.
Dupont, N-Bil.
Boehringer, M.

Boe^ringer, I.
Behring

Wavelength
(nm)

578

578

540/600
492/540

a) 546
b) 540/650

546
546

Photometer

Eppendorf
Eppendorf
Dupont- ACA "
Dupont-ACA
Eppendorf
Abbott 100
Eppendorf
Eppendorf
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(5b). Above 2.5 g/l of haemoglobin however, an in-
crease in apparent bilirubin values was observed.

From these observations we concluded that changing
the reference wavelengths would probably help in
excluding haemoglobin interference. However, this
turned out to be misleading, since interaction of hae-
moglobin depended not only on the haemoglobin
but also on the bilirubin concentrations. As can be
seen from figure 2, the blank was increased by hae-
moglobin (fig. 2b), but largely independent of bili-
rubin concentrations. In contrast, the absorbance of
the sample increased with haemoglobin at low bili-
rubin concentrations, was unchanged at slightly ele-
vated and decreased at high bilirubin concentrations
(fig. 2 a). This led to a bilirubin-dependent fall in
(sample-blank) values s calculated in figure 2c.
Therefore the omission of the blank or the use of the
reference wavelength does not help to eliminate in-
terference at all bilirubin concentrations. It is only
between 50 and 75 μηιοΐ/ΐ bilirubin that the increase
in blank absorbance is largely cancelled by the de-
crease in diazo colour, thus leading to an apparently
unchanged bilirubin concentration when the blank is
not subtracted. It seemed therefore inappropiate to
generally propose two wavelength methods in order
to eliminate the haemoglobin interference. This is
especially true when 600 nm is used s the reference
wavelength (tab. l, method 3).

(5b)

0.5 UD 2.5
Haemoglobin [g/U

4.0 5.0

Fig. 1. Effecl of haemoglobin concentration on total bilirubin
measured with 8 different procedures.
The numbers in brackets »give the methods used listed in
table 2. Results are given s fraction of the control value in
the absencc of haemoglobin (1.00 = 71.0 ± 18.1 μπιοΐ/ί
= 4.15 ± 1.06 mg/dl total bilirubin).

In addition to the variability of haemoglobin interac-
tion in the different methods, the effect of haemo-
globin was also variable in the same procedure. This
was because the diazo colour in haemoglobin-con-
taining samples changed with time, but was stable in
uncontaminated samples. This time-dependent be-
haviour was further studied by addition of haemo-
globin to samples already reacted with the diazo
compound. As can be seen in figure 3, haemoglobin
leads to a time dependent fading of colour in the
sample. Although the same phenomenon occurs in
the blank, it appeared much more slowly and exhi-
bited a time lag of about 10—15 minutes. From these
experiments, it can be suggested that haemoglobin
leads to a destruction of the diazo-bilirubin colour
formed during incubation.

To further elucidate the mechanism of action of hae-
moglobin we followed the Suggestion of Engel (4)
that only oxyhaemoglobin interferes with the diazo
reaction. In fact when haemoglobin was converted to
haemiglobin less interference was observed (not
shown) (8).

t a) Sample

•5
l100 b) Blank

0 0.5 1.0 2.5
Hoemoglobin Ig/l]

5.0

Fig. 2. Haemoglobin and bilirubin dependence of sample and
blank absorbance in the 2,5-dichlorophcnyldiazoniiim
procedure (17). Sample (a) and blank (b) values wcre
measured at 546 nm in an Eppendorf photometcr against
disiilled water. The differcnce betweon sample and blank
(c) givcs the apparent bilirubin value.
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Fig. 3. Time dependence of the effect of haemoglobin on the dia-
zo-bilirubin colour. Bilirubin was measured according to 1.
c. (17) in the sample containing 65 μπ\ο\Λ of bilirubin.

This result agrees with the observation that storage
of haemolytic sera for up to 16 days led to a gradual
disappearance of interfering effects of haemoglobin
(fig. 4). In parallel with this change, the colour of the
haemolytic sera changed to that of haemiglobin. The
sera without haemoglobin did not show this effect.
Following the Suggestion of previous authors, that
oxyhaemoglobin is the interfering substance (4, 8),
either free oxygen radicals, or hydrogen peroxide
could be the destructive agent. Surprisingly, H^O:,
when added to non-haemolytic sera in concentra-

.0,1.00i-α

j 0.75

i
' 0.50
i 0 0 1 10 16

Time of storage (4°C, dark) [d]
22

Fig. 4. Effect of sample storage on haemoglobin bilirubin interac-
tion. Pool ser m containing 58 μιήοΐ/ΐ bilirubin and 2.5 g/l
haemoglobin was stored over 22 days together with the
control sample without haemoglobin; method 7. of tab. 2
was used and the result given s fraction of the nonhaemo-
lytic sample.

tions of up to 16 mmol/1 had no effect on diazo-bili*·
rubin determination (tab. 3). It potentiated however,
the interfering effect of haemoglobin (fig. 5). These
results indicated that HzCb led to destruction of the
diazo compound only in the presence of the haem
iron.
To further study whether free oxygen radicals were
involved, well known scavengers of these reagents
were added, together with haemoglobirii to bili-
rubiii-containing samples.

Of the added substances s mmarized in table 3, as-
corbate, which was used successfully in the Jendras*

Tab. 3. Effect of chemical substances on bilirubin/haemoglobin interaction in the 2,5-dichlorophenyldiazonium proced re. Percent Inhi-
bition of haemoglobin-containing bilirubin samples with the chemical compound and distilled water were compared. Pooled
serum samples were tested in the absence and presence of haemoglobin added at a concentration of 5 g/l s described in the
methods. All tests were performed with the 2,5-dichlorophenyldiazonium-method. The effects of the added substances is given
in percent of the control in the absence of haemoglobin to exclude direct interaction of the substance with the diazo proced re.
Effeci of haemoglobin is given s percent Inhibition in the absence and presence of added substance.

Substance added

1. Ascorbate
2. Mannitol
3. Pyrogallol
4. Catalase
5. Superoxide

dismutase
6. Catalase +

" Superoxide
dismutase

Final concentration
(mmol/1)

2.0
1.9
2.8

325 U per assay
0.5 E

325 U -H 0.5 E
per assay

Bilirubin concen-
tration in the
absence of haemo-
globin and added
substance
(μπιοΐ/ΐ)

76
102
58
83
83

83

Change by ehemical
compound in the
absence of
haemoglobin

-72
+2
-9
4-7
+ 12

+4

Inhibition by
haemoglobin in the
absence of added
substance

41
66
75
60
60

60

Inhibition by
haemoglobin in the
presence of added
substance

48
52
16
66
68

75

7. H202 16 67 -2 41 86
8. Potassium iodide

Potassium iodide
4.4
4.4

64
.65(3weeksold)

-4 '
+3

38
14

11
2

» i
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Fig. 5. The effect of H^O: on the interaction of haemoglobin with
the total bilirubin determination; l .00 = 52 μπηοΙ/1 at 0 g/l
Hb; 16 μπιοΐ/ΐ at 5 g/l Hb. KI was at the final concentra-
tion of 2 mmol/1 added shortly before the reagent.

0.7

0.6

0.5

Sample

ι _
10 20

Fig. 6. Experimental conditions were s in figure 3, except that
KI was added at the time indicated (4.4 mmol/l).

100

75

50

25

c) Sample-Blank

0 0,5 1.0 2.5
Haemoglobin [g/l]

4.0 5.0

Fig. 7. Effect of 4.4 mmol/1 KI on haemoglobin interference in
the 2,5-dichlorophenyldiazonium procedure for total bili-
rubin. KI was added shortly before addition of the reagent
to the sample and the blank (cf. fig. 2).

sz7c-Grc/procedures (8), largely inhibited the reac-
tion by itself in the 2,5-dichlorophenyldiazonium
procedure, but had not effect on haemoglobin
interference. Mannit l, a scavenger of OH-radicals
likewise did not prevent the effect of haemoglobin.
The same was true for Superoxide dismutase and cat-
alase, either alone or in combination. Pyrogallol
however, another scavenger and redox System, pre^
vented the interaction to some extent. The best ef-
•fect was obtained with KI in cohcentrations above
l mmol/I, which had no effect on the method but
prevented haemoglobin interference nearly com-
pletely. When added to different types of experi-
ments, like those shpwn in figures 2, 3 and 5, KI
stopped the fading of diazo-bilirubin colour instan-
taneously (fig. 6) and prevented the effect of H^Oa
and diazo-bilirubin formation in the presence of hae-
moglobin (fig. 5). When added to samples before the
assay, haemoglobin interference was completely
eliminated up to the highest concentration studied

(fig. 7). Sample absorbance now increased in parallel
with the blank absorbance, thus leading to an un-
changed difference. Unfortunately, addition of KI to
different diazo reagents led to a variable time de-
pendent formation of iodine which itself interfered
with the bilirubin determination. Therefore KI was
added at a final concentration of 4 mmol/1 shortly
before addition of diazo regent to the blank and
sample to prevent haemoglobin interference in man-
ual diazo procedures. Addition of iodide did not help
in dual wave'length methods, because of the missing
blank correction.

Discussion
Numerous studies on the interaction of haemoglobin
with the diazo determination of bilirubin have been re-
viewed (7—9). In spite of this vast amount of
literature, the quantitative aspects of different modi-
fications have not been defined and the proposed
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mechanisms remain controversial (7). From the
present studies it can be concluded that the degree of
interaction not only depends on the amount of hae-
moglobin presfent, but also on the bilirubin content,
the 4tage" of the sample, time of incubation, pH of
reaction mixture (23), reference wavelength and di-
azonium salt used. These multiple factors make it
difficult to predict the degree of interference with a
given method and account for the multiplicity of pos-
sible explanations in the literature.

Engel has already postulated (4) that haemoglobin
destroys bilirubin by its peroxidative action. Al-
though this mechanism has been confirmed in sever-
al studies (5, 7) the diazo-negative products of bili-
rubin oxidation have not been identified (19). For
several reasons, this idea does not explain the ob-
served interference in the present study: in spite of
prolonged incubation of haemolytic samples, bili-
rubin was stable over 14 days (fig. 4). Moreover,
haemoglobin re cts when added after completion of
the diazo-bilirubin reaction (fig. 3); therefpre the
oxidation of bilirubin, although not excluded, seems
to be of minor relevance to the present observation.
The results point more to an interaction of haemo-
globin with the diazo-bilirubin colour. The question
is whether interference appears at the diazo-bili-
rubin formation step, or whether haemoglobin de-
stroys the diazo-bilirubin colour. Both mechanisms
would lead to the same results, namely a loss of reac-
tion product. Results shown in figure 3 clearly dem-
onstrate that the reaction product is destroyed by in-
teraction with haemoglobin. A similar result was ob-
tained by Michaelsson in 1961 (10) and more recent-
ly by Homsher et al. (20). In contrast, Novros (6)
excluded this mechanism, because haemoglobin,
when added after diazo-bilirubin formation, did not :

reduce the apparent bilirubin value. This may be
caused by the fact that the time after haemoglobin
addition was not sufficient to destroy the diazo-pro-
duct. According to our observations, at least 10 min-
utes are needed for the observed decrease in diazo-
bilirubin colour. On the other hand, the included de-
tergent may have stabilized the diazo colour. Since
most diazo procedures need a sample blank and in-
terference is largely reduced when this blank is omit-
ted (fig. l, method 5b and fig. 2a) inappropiate
blank formation was most often proposed s the rea-
son for lower bilirubin values (7, 8, 9). In fact, omis-
sion of the blank leads to a stable absorbance at 50—
75 μπιοΐ/ΐ bilirubin. Likewise, inclusion of a refer-
ence wavelength eliminates the interference up to a
haemoglobin concentration of 2.5 g/l (fig. l, 5a ver-
sus 5b). Similar observations have recently been
published in an bstract by Portnoy et al. (21).

Homsher et al. concluded from spectrophotometric
analysis of the different reaction mixtures, that hae-
moglobin interaction with unreacted bilirubin was
stronger in the blank than in the sample, thus leading
to a relatively high blank (6). A similar conclusion
was drawn by Shull et al. (8), suggefsting that haemi-
globin formation in the sample was higher than in
the blank, leading to a relatively higher absorption of
the blank sample. The results obtained with the pre-
formed diazo salts (fig. 2) clearly show that although
blank absorption is linearly dependent on haemo-
globin concentration it cannot be the cause of the
decrease in bilirubin value. The lack of the parallel
increase in the sample procedure seems to be due
rather to a decrease in the formation of the diazo
colour. This explains why omission of the blank and
choice of reference wavelength does not exclude
haemoglobin interference at all haemoglobin and
bilirubin concentrations. If the same wavelength is
used for the blank formation s for the sample, bili-
rubin concentrations above 75 μιηοΐ/ΐ give decreased
results upon omission of the blank whereas at low
bilirubin concentrations the result is apparently too
high (fig. 2 a). On the other hand, when 650 nm is
chosen s the reference wavelength, interference is
much less, but cannot be completely neglected. Mo-
reover, a reference wavelength of 600 nm (method 3
in tab. 2) seems to increase rather than deerease the
degree of interference (method 3 in fig. 1). In con-
clusion, although helpful in some instances, haemo-
globin interference with the diazo-bilirubin forma-
tion cannot be completely avoided by appropiate
blanking.

Regarding the mechanism of haemoglobin interac-
tion, the observed fading of the diazo-bilirubin co-
lour, already observed by Michaelsson (10), seems to
be of special interest. Since oxyhaemoglobin was
found to.be the interfering haemoglobin species, the
oxidation of the diazo-bilirubin colour seems to be
the most likely mechanism. Oxyhaemoglobin can
either act by its catalytic peroxidative action or by
the formation of Superoxide radicals during autoxi-
dation (22). During haemoglobin autoxidatiqn, su-
peroxide radicals react with the haem iron to form
haemiglobin (22), which has been shown to have no
influence on diazo-bilirubin. On the other hand, the
peroxidative action of haemoglobin would need
H2 2 s Substrate, which has likewise been shown to
be formed from oxyhaemoglobin. The ^observation
that H2O2 potentiated the effect of haemoglobin on
the diazocoupling procedure also points to a role of
this peroxide in the observed interference. Since
HbOi had no effect in the absence.of haemoglobin,
haemoglobin seems to catalyse the «fading of the dia-
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zo-bilirubin colour. Other free oxygen radicals seem
much less involved in the observed interfering ac-
tion, since mannitol, a scavenger of OH-radicals, did
not prevent interference. Ourobservation that haemi-
globin did not react and resulted in a stable diazo-
bilirubin colour also points to the role of active oxygen
species in the interfering action.

Our results indicate that haemoglobin acts by a 2-
step mechanism. Oxyhaemoglobin may lead to a for-
mation of FbCh, which, by the peroxidative function
of the haem iron, would result in a peroxidation pro-
duct of the diazo-bilirubin colour, leading to a de-
crease in apparent absorbance in the sample (fig. 8).
A similar mechanism was proposed by Shull et al.
(5). In contrast to his conclusion however, our re-
sults indicate that H2C>2 did not prevent diazo-bili-
rubin colour formation but rather destroyed pre-
formed reaction products.

The protective effect of KI may be due to its dual
Potential. On the one hand, it would destroy HbCh
formed during autoxidation of haemoglobin, and on
the other hand stabilize the diazo-bilirubin colour
against the peroxidative action of the haem iron. Un-
fortunately, this preservative cannot be included in

B i l i r u b i n + Diozonium soll

D i o z o n i u m b i l i r u b i n -

H 2 0 2 -

Colour

Haemiglobin Oxidation products - No colour

Fig. 8. Proposed mechanism of interference of haemoglobin with
the diazo reaction of bilirubin.

z acts äs generalor of H^O-) (—>) and äs catalyst

the reagents because of variant impurities which lead
to l2-formation upon storage. This h again interferes
with all procedures using a reference wavelength and
must be subtracted with aid of a blank measured at
the same wavelength äs the sample. Therefore, KI
cannot be used in procedures that use blank determi-
nation in the sample by reference wavelengths.
When added shortly before the reaction, bilirubin
can be determined accurately, even in the presence
of haemoglobin concentrations up to 5 g/l.
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